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ABSTRACT 
Diffusion of an injected sample within 
a gas chromatographic c o l u m n  does not 
begin from a point source but from a 
band. Therefore the method of calculat- 
ing relative areas by using retention time 
• peak height may require a correction 
factor to give a more accurate estimate of 
peak areas. When this correction was 
applied, the analysis was comparable with 
that obtained by the more time-consuming 
triangulation method. 
INTRODUCTION 
T HE RELATIVE PEAK areas obtained in gas chromatography have often been quantita- 
tively determined by triangulation. One modi- 
fication of the simple one-half (base x peak 
height) calculation uses the width at half- 
height • peak height to give values that are 
less influenced by the difficulty of overlapping 
at the base of the peaks. Another method of 
quantitatively determining the relative areas 
uses the product of retention time • peak 
height as described by Carroll (1). This 
method was suggested by Pecksok (2) and 
used also by others (3,4). In the authors' 
opinion, this method has advantages over both 
the triangulation method and the seldom used 
paper-weighing method. 
We have routinely used retention times • 
peak height in calculating the approximate 
sample compositions by gas chromatography. 
As we developed a system for optimum speed 
and efficiency in analyzing methyl esters of 
long-chain fatty acids, this method led to low, 
calculated recoveries of the shorter deriva- 
tives. The alternate method of calculation, by 
triangulation, gave peak areas proportional to 
the component mass and indicated that the 
detector response was not appreciably different 
for the different esters. Thus there was some- 
thing inadequate in the method that was used 
for estimating compositions with the aid of 
retention times. In order to improve the esti- 
mated areas and component mass values by 
the simpler peak-height x retention-time 
method, we considered corrections which would 
allow this method to give results comparable 
with those obtained by triangulation. 
EXPERIMENTAL PROCEDURE 
Two standard mixtures of methyl esters for 
gas-liquid chromatography (GLC) were ob- 
tained from The Hormel Institute, Austin, 
Minn., which had the following weight per- 
centage compositions: Standard No. 3 - -8 :0 ,  
20.04; 10:0, 19.99; 12:0, 19.99; 14:0, 19.99; 
16:0, 19.99; Standard No. 5- -16:0 ,  24.99; 
18:0, 24.98; 20:0, 24.99; 22;0, 25.04. Stan- 
dard No. 3 (100 mg) was dissolved in 10 ml 
of carbon disulfide (reagent grade); Standard 
No. 5 (100 rag) was dissolved in 10 ml of 
hexane (reagent grade). All solvents gave 
only the solvent peak when checked by GLC 
for trace components. 
The gas chromatograph was a Barber-Cole- 
man Model 10, equipped with a hydrogen 
flame detector and operated at 280C. The 
column was a 6-ft x 1A-in glass column, pack- 
ed with 10% diethyleneglycol succinate on 
Chromosorb P (Applied Science Laboratories) 
and maintained at a constant temperature of 
195C. The flash heater was set at 225C. Argon 
carrier gas was used with a flow-meter value 
of 60 ml /min  (based on a standard calibra- 
tion of the meter with air). Samples (approx. 
1 ffl) of each standard were injected onto the 
column with a 10-#1 syringe containing 1.5 
F1 carbon disulfide as flushing solvent, sep- 
arated from the plunger :and sample by one- 
ffl air spaces. At the time of injection the pen 
on the recorder was simultaneously moved so 
T A B L E  I 
Average Peak Widths  at Half-Height  and Retention Timesa 
Sample Peak width Retention t ime 
Standard No. 3 sec sec 
8:0 3.1 "+- 0.1 37.1 • 0.2 
10:0 3.6 • 0.07 47.4 • 0.2 
12:0 4.6 .4- 0.09 64.6 .4- 0.5 
14:0 6.1 -q- 0.08 97.5 .4- 0.3 
16:0 8.7 .4- 0.1 153 .4- 0.4 
Standard No, 5 
16:0 9.5 __+ 0.07 153 .4- 0,4 
18:0 13.8 .4- 0.2 251 __+ 2 
20:0 21.1 __+ 0.1 420 .4- l 
22:0 33.8 .4- 0.3 717 __+ 2 
aThe results for No. 3 are averages of 10 injections and 
those for No. 5, of six injections (sample size, approxi- 
mately 10 /zg). In  each case the measure of variance is 
the standard deviation. The chart speed of 2 in./min gave 
recorded chromatograms in which 1 mm corresponded to 
1.18 sec. 
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FIG. 1. Peak width at half-height on GLC of 
methyl esters of long-chain fatty acids vs. the re- 
tention time. The [] is standard mixture No. 5; 
(D is standard mixture No. 3. 
that  the injection point  was accurately known.  
Unco r r ec t ed  re tent ion  t i m e s  were  measured  
f rom this point  of  injection, 
line that  does no t  go th rough  the origin. In 
all cases tha t  we have examined ,  the extrap-  
olated value for  the width at hal f -height  at 
zero t ime has a finite posit ive value, ranging 
f rom 0.6 to 3.5 sec. Al ternat ively  the line de- 
fines an imaginary or virtual inject ion point  
which would  lie 27 to 72 sec b e fo r e  the real 
injection point.  
Sample  calculat ions of  relative peak areas 
by three me thods  are shown in Table  II. The  
first me t h o d  (A)  represents  the widely used 
p rocedure  of  t r iangulat ion and has consis tent ly 
provided good results with re fe rence  standards.  
The  second me t h o d  (B) uses the p roduc t  of  
the re tent ion  t ime and peak ampli tude,  both  
Of which are convenient ly  and accurately mea-  
sured. The  third me t h o d  (C)  uses the p roduc t  
of  virtual re ten t ion  t ime and peak  ampli tude 
on the basis that  the virtual re tent ion  t ime is 
directly p ropor t iona l  to the peak  width  at half- 
height.  
The  results  f r o m  these calculat ions are 
shown in Table  III. A measure  of the er ror  of 
measurement ,  indicated by the s tandard  devia- 
RESULTS 
The uncor rec ted  re tent ion  t imes and peak  
widths at hal f -height  which  were de te rmined  
are summar ized  in Table I. The height  of  
the deflection f rom base l i n e  was also deter-  
mined,  bu t  this varied depending  upon  the 
amount  of  s tandard  injected and is not  con- 
s tant  f rom injection to injection. The values 
for  the wid th  of the peaks at hal f -height  for  
repeated injections of  a given sample  were  
easily reproducib le  and ranged  f r o m  3.1 to 
33.8 sec wi th  the methyl  esters used. 
T h e  relat ionship be tween peak width at half- 
height  and the re tent ion t ime for  that  peak  is 
shown in Fig. 1. The  points  lie on a straight  
T A B L E  l I I  
Compar i son  of Three  Methods  of Calculat ion a 
Sample  ( A )  (B)  (C)  
S tandard  No.  3 % % % 
8:0 17.7 + 1.0 13,6 • 0.2 17.3 • 0.3 
10:0 19.5 • 0.4 17.5 + 0.1 19.6 • 0.I  
12:0 20.3 • 0.4 20.1 • 0.2 20.7 +__ 0.1 
14:0 21.3 + 0.2 23.1 ~ 0.3 20,9 • 0.2 
16:0 21.4 • 0.3 25.8 • 0.3 21.5 • 0.3 
S tandard  No.  5 
16~0 25.3 • 0.2 21.7 • 0.2 25.3 • 0.3 
18:0 25.5 • 0.3 24.5 ~ 0.2 25.2 • 0.2 
20 :0  25.2 • 0.8 26.6 • 0.2 25.1 • 0.1 
22 :0  24.2 • 0.2 27.3 + 0.1 24.3 + 0.2 
aThe three methods  A, B, and C correspond to those 
described in Table  I I .  The  values  are averages  of  six to 
10 analyses. 
T A B L E  I I  
Calculat ions  of  Rela t ive  P e a k  Areas  
P e a k  P e a k  Retent ion  t ime  Calcula ted  areas  
he ight  Amp.  a width  observed v i r tua l  ( A )  Pe r  (B)  Per  (C)  Pe r  
Sample  . (1)  (2) (3) (4) (5)  ( 1 ) x ( 2 ) x ( 3 )  cent ( 1 ) x ( 2 ) x ( 4 )  cent ( 1 ) x ( 2 ) x ( 5 )  cent  
cm mm cm cm cm 2 cm 2 cm ~ 
8:0 17.2 1.0 2.8 3.11 5.41 48.1 17.2 53.4 13.8 93.0 17.2 
10:0 16,8 1.0 3.2 3.97 6.27 53.7 19.2 66.7 17.2 105.3 19.4 
12:0 14.1 1.0 4.1 5.53 7.83 57.8 20.6 77.9 20.1 110.3 20.4 
14:0 10.8 1.0 5.5 8.28 10,58 59.5 21.2 89.7 23.1 114.6 21.2 
16:0 7.7 1.0 7.9 12.95 15,25 61.2 21.8 100.4 25.9 118.2 21.8 
16:0 9.09 1.0 7.9 12.9 18.1 71.4 25.3 116.4 21.6 163.9 25.1 
18:0 21.0 0.3 11.1 21.1 26.3 69.9 24.7 132.9 24.7 165.9 25.4 
20:0 13.5 0.3 17,8 35.3 40.6 72.1 25.5 143.1 26.6 164.3 25.2 
22:0 8.08 0.3 28.6 60.3 65.6 69.3 24.5 146,2 27.2 159.0 24.3 
aAmp.  = amplif icat ion sett ing on the preamplif ier  of  the gas  ch romatograph .  The  magn i tude  of  the  number  
indicates the amoun t  of  detector s ignal  needed for  a full-scale response of  the  recorder.  
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tions, was greatest when the  peak width at 
half-height must be measured (A) since even 
the thickness of the pen tracing affects the 
small distances that must be measured. The 
leading edge of the pen tracing was consistent- 
ly measured for uniform routine determina- 
tions. Yet the systematic error in composition 
with low values for short-chain acids and high 
values for the larger ones was most evident 
with method (B),  in which only one acid in 
each series agreed with method (A) .  Al- 
though all three methods gave lower than 
theoretical values for octanoate,  the other acids 
were adequately determined with methods 
(A)  and (C) .  
The standards were diluted (1 to 10) in CS~ 
and were injected to see if the peak widths at 
half-height and the virtual retention times 
could be decreased by this change in solvent 
and sample size. A small change was noted; 
the half-height width at zero time for Stan- 
dard No. 3 changed from 1.3 sec to 0.6 sec, 
and from 3.5 sec to 2.4 sec for Standard No. 
5. These values correspond to shifts in the 
virtual injection point f r o m - 2 5  sec t o - 1 2  sec 
for Standard No. 3 and from - 7 2  to - 5 2  sec 
for Standard No. 5. The results in Table IV 
indicate that these changes lowered the  re- 
quired corrections but were not in themselves 
sufficient to produce similar values with meth- 
ods (B) and (C) .  
DISCUSSION 
The hydrogen flame-detector response gives 
uncorrected peak area percentage values that 
are approximately equivalent to the weight 
percentage (5,6) with the series of long-chain 
fatty acids usually encountered. Additional 
factors have been proposed to compensate for 
differences in flame ionization-detector response 
(7) and for presumed destructive losses in the 
TABLE IV 
Effect of Sample Dilution on Calculated Areasa 
Sample (A)  (B) (C) 
Standard No. 3 % % % 
8:0 19.2(18.8) 17.6(17.1) 19.5(18.1) 
10:0 19.7(19.2) 18.3(17.8) 19.3(19.1) 
12:0 20.3(21.3) 20.0(19.7) 20.0(20.1) 
14:0 20.4(20.5) 21.1(21.8) 20.1(20.7) 
16:0 20.5(20.2) 23.0(23.6) 21.1(21.9) 
Standard No. 5 
16:0 25.0(24.8) 22.1(22.7) 25.3(25.6) 
18:0 25.6(25.6) 25.0(24.8) 25.6(25.3) 
20:0 25.3(25.4) 26.4(26.2) 25.0(25.0) 
22:0 24.1(24.2) 26.6(26.4) 24.1(24.2) 
aThe three methods A, B, 
II. The results of duplicate 
LIPIDS, VOL. 3, NO. 2 
and C are indicated in Table 
analyses are in parentheses. 
column (8):  Any dimension of the chromato- 
gram that is directly proportional to peak 
width can give area percentage values that are 
equal to those from the triangulation method 
which uses a direct measurement of width. 
The characteristic proper ty  of gas chromato- 
graphic peaks of greater width in proportion 
to the amount of t ime  the sample has been 
diffusing within the column makes the reten- 
tion time helpful in calculating relative areas 
of symmetrical peaks. The results in Fig. 1 
however indica te  that the application of the 
sample to the column is not instantaneous but 
gives a band of material that may be distri- 
buted over a range of time from one to three 
sec (the equivalent peak width at zero reten- 
tion t ime).  Thus the diffusion within the 
column does not begin from a point source 
but rather from a band. 
The width of the sample band in gas chro- 
matography can be expected to depend upon 
the geometry of the injection chamber, rate 
of gas flow, flash-heater temperature (which 
would control the speed of solvent volatiliza- 
t ion),  and the volatility of the injected sample. 
Syringe techniques and speed of injection may 
also contribute one or two tenths of a second 
to the band width. These variables are all 
reasonably constant, finite properties of a given 
gas chromatographic system (including the 
operator) ;  although their effects can be mini- 
mized, they cannot be eliminated. 
We believe that one of the principal factors 
causing a wide initial band in our chromato- 
graph is the rather large volume of the injec- 
tion chamber of the commercially available 
columns. This space broadens the bands in 
much the same way that the "post-column dead 
volume" does (9).  Our studies led to the 
realization that such factors as solute band- 
b r o a d e n i n g  and plate-height abnormalities 
which are of concern to those who determine 
the height of the effective theoretical plate 
(HETP)  in columns were indirectly involved 
in our quantitative estimations of percentage 
composition by the retention-time • peak- 
height method. The influence of injection 
time on the efficiency (or HETP)  of GLC 
columns was indicated by Guiochon (10,11),  
who noted that this factor "seems to have been 
completely neglected." He further indicated 
the magnitude of the contribution of injection 
time to zone spreading. The problem of initial 
sample band width was recently commented 
on by Bartlet and Mason (12),  who found that 
the peak-height • retention-time method gave 
satisfactory results without corrections. 
Our experience suggests that a major dif- 
QUANTITATIVE GAS CHROMATOGRAPHY, USING RETENTION TIMES 181 
f i cu l ty  in  s a t i s f a c t o r i l y  a p p l y i n g  t h e  c o n v e n i e n t  
r e t e n t i o n - t i m e  • h e i g h t  m e t h o d  m a y  be  d u e  
p r i m a r i l y  to t h e  i n j e c t i o n  s y s t e m  u s e d  w h e n  
s h o r t  r e t e n t i o n  t i m e s  a r e  i n v o l v e d .  H o w e v e r  
t h e  a p p r o x i m a t e  b a n d  w i d t h  a t  z e r o  t i m e  c a n  
be  e s t i m a t e d  f o r  a g i v e n  c h r o m a t o g r a p h i c  sys -  
t e m  a n d  u s e d  to  d e v e l o p  a s i m p l e  c o r r e c t i o n  
f a c t o r  f o r  q u a n t i t a t i v e  w o r k  e v e n  w h e n  t h e  
des i r e  f o r  f a s t e r  a n a l y s e s  r e q u i r e s  s h o r t  re-  
t e n t i o n  t imes .  S a m p l e s  t h a t  a r e  s i m i l a r  in  s ize  
a n d  c o m p o s i t i o n  to t h e  u n k n o w n s  w h i c h  a r e  
a n a l y z e d  s h o u l d  be  e m p l o y e d  in  d e t e r m i n i n g  
th i s  c o r r e c t i o n  f a c t o r .  A n  u n d e r s t a n d i n g  o f  
th i s  c o r r e c t i o n  f a c t o r  m a y  b e  u s e f u l  s i n c e  i t  
p r o v i d e s  r e s u l t s  as  a c c u r a t e  as  t h o s e  o b t a i n e d  
b y  t r i a n g u l a t i o n  a n d  u s e s  m e a s u r e m e n t s  t h a t  
a re  m o r e  c o n v e n i e n t l y  o b t a i n e d .  
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